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Comparison of Traditional and Reverse Syphilis
Screening Algorithms in Medical Health Checkups
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Background: The syphilis diagnostic algorithms applied in different countries vary significantly depending on the local syphilis epidemiology and other considerations, including
the expected workload, the need for automation in the laboratory and budget factors. This
study was performed to investigate the efficacy of traditional and reverse syphilis diagnostic algorithms during general health checkups.
Methods: In total, 1,000 blood specimens were obtained from 908 men and 92 women
during their regular health checkups. Traditional screening and reverse screening were
applied to the same specimens using automatic rapid plasma regain (RPR) and Treponema pallidum latex agglutination (TPLA) tests, respectively. Specimens that were reverse
algorithm (TPLA) reactive, were subjected to a second treponemal test performed by using the chemiluminescent microparticle immunoassay (CMIA).
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Results: Of the 1,000 specimens tested, 68 (6.8%) were reactive by reverse screening
(TPLA) compared with 11 (1.1%) by traditional screening (RPR). The traditional algorithm
failed to detect 48 specimens [TPLA(+)/RPR(-)/CMIA(+)]. The median TPLA cutoff index
(COI) was higher in CMIA-reactive cases than in CMIA-nonreactive cases (90.5 vs 12.5 U).
Conclusions: The reverse screening algorithm could detect the subjects with possible latent syphilis who were not detected by the traditional algorithm. Those individuals could
be provided with opportunities for evaluating syphilis during their health checkups. The
COI values of the initial TPLA test may be helpful in excluding false-positive TPLA test results in the reverse algorithm.
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INTRODUCTION
Syphilis is a sexually transmitted infection caused by Treponema
pallidum that can be transmitted from an infected mother to her
fetus or through a blood transfusion. The identification and control of this venereal disease using screening tests have become
a public health priority aimed at preventing pregnancy loss and
congenital malformations and reducing the increased risk of
HIV infection [1, 2].
Because T. pallidum cannot be detected by conventional labhttps://doi.org/10.3343/alm.2017.37.6.511
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oratory stains and requires in vivo culturing, serologic tests are
critically important for detecting the bacteria. Two algorithms
(traditional and reverse) are currently used as the principal diagnostic methods [3, 4]. Traditionally, syphilis screening is first
performed with a non-treponemal test, such as the rapid plasma
regain (RPR) or venereal disease research laboratory (VDRL)
test, and the result is then confirmed using a treponemal test
[5]. This sequence of tests is sometimes reversed, whereby
screening commences with a treponemal assay, followed by a
non-treponemal assay. In cases with positive treponemal test re-
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sults and negative non-treponemal test results, a second and
different treponemal assay needs to be performed to resolve the
discordant results [6].
The diagnostic algorithms for syphilis vary significantly depending not only on the local epidemiology of syphilis, but also
on other considerations, such as the workload, the need for automation in the laboratory, and budget factors. Several studies
have been reported regarding the comparison of these diagnostic algorithms for syphilis [6–9]. Most of them recruited subjects
from university hospitals, which might include more patients
than the number of patients among subjects taking general
health checkup. Furthermore, qualitative immunoassays were
used as primary treponemal screening tests for reverse algorithm in their studies. In recent years, automated quantitative
turbidimetric assays have been used to detect non-specific and
specific antibodies for T. pallidum in laboratories.
Therefore, this study was performed to investigate the efficacy
of the traditional and reverse syphilis diagnostic algorithms for
the subjects taking health checkups, by using automatic RPR
test and Treponema pallidum latex agglutination (TPLA) test, respectively.

METHODS
1. Study subjects and T. pallidum screening
The RPR test was performed as a screening test for syphilis at
Health Promotion Center of Korea Association of Health Promotion, Seoul, Korea. One thousand blood specimens were obtained from 908 men and 92 women (range of age: 21–84 yr)
who underwent syphilis testing during their regular health checkups from June 2016 to August 2016. Traditional screening and
reverse screening were applied to the same specimens using
the HiSense Auto RPR LTIA kit (HBi Co, Anyang, Korea) and
the AutoLab TPLA kit (IVD-TPLA, IVDLab Co, Anyang, Korea),
respectively, on a Hitachi 7600 system (Roche, New York, NY,
USA). The RPR and TPLA cutoff indexes (COI) were 1.0 and 10
U, respectively; specimens with COI values of < 1.0 and < 10 U,
respectively, were considered nonreactive.
Specimens that were TPLA screening reactive were tested by
using the Architect syphilis treponemal assay (Abbott Diagnostics, Tokyo, Japan), which is a chemiluminescent microparticle
immunoassay (CMIA) for the qualitative detection of T. pallidum
antibodies in the ARCHITECT i System. Specimens with signalto-cutoff (S/CO) values of < 1.0 are considered nonreactive according to the Architect syphilis treponemal assay. The fluorescent treponemal antibody absorption (FTA-ABS) test (Zeus Sci-
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entific, Branchburg, NJ, USA) was applied to specimens with
discordant treponemal test results and those with discordant
traditional and reverse screening results. All testing was performed according to the manufacturers’ recommendations.

2.	The optimal COI for syphilis screening by TPLA in reverse
algorithm
ROC curve was analyzed to identify the optimal COI for TPLA
and calculate the area under the ROC curve (AUROC).

3. Data analysis
Statistical analyses were performed using SAS version 9.4 (SAS
Institute, Cary, NC, USA). The percentage of agreement and the
kappa (κ) coefficient were calculated to determine the agreement between the traditional algorithm and the reverse algorithm. The χ2 test was used to compare proportions. Student’s
test was used to compare mean values, and the Wilcoxon test
was used to compare continuous variables that did not conform
to a normal distribution. ROC curve was analyzed to identify the
optimal COI of TPLA for syphilis screening. Sensitivity, specificity, and positive and negative predictive values (PPV, NPV) were
calculated with 95% confidence intervals (CI). A P value of <0.05
was considered statistically significant.
This study was approved by the institutional review board of
the Korea Association of Health Promotion (130750-2016011HR-025).

RESULTS
1. Comparison of the traditional and reverse algorithms
Of the 1,000 specimens tested, 68 (6.8%) and 11 (1.1%) were
reactive using reverse screening (TPLA) and traditional screening (RPR), respectively. Six of the 11 RPR-reactive specimens
were confirmed as positive by TPLA. The five nonreactive specimens (0.5%) were interpreted as biological false reactive. In addition to the six traditional algorithm-reactive specimens, another 62 specimens not detected by the traditional algorithm
were reactive on the basis of reverse sequence screening. Fortyeight of these 62 specimens were serologically confirmed as
syphilis by using a second treponemal test (CMIA). The corresponding κ value of the traditional algorithm vs the reverse algorithm was 0.191 (95% CI = 0.060–0.322), which indicates a
slight agreement between the traditional and reverse algorithms
(Table 1, Fig. 1).
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Traditional algorithm

Reverse algorithm

RPR

TPLA

Negative
(N = 989)

Positive
(N = 11)

Negative
(N = 932)

Positive
(N = 68)

TPLA

Negative
(N = 5)
(Syphilis unlikely)

2.	Analysis of results not identified by using the traditional
(RPR) screening method [TPLA(+)/RPR(-)]

RPR

Positive
(N = 6)
(Serodiagnosis)

Negative
(N = 62)

Positive
(N = 6)
(Serodiagnosis)

Forty-eight of the 62 TPLA reactive and RPR-nonreactive specimens were reactive by CMIA, while the remaining 14 specimens
(1.4%) were not reactive by CMIA; these were interpreted as
false reactive in the TPLA test. Of these 48 specimens, 44 were
reactive by using FTA-ABS IgG. The CMIA S/CO values of the
four remaining non-reactive specimens ranged from 1.16 to
4.16. A manual RPR test was performed on 17 specimens selected randomly from the 48 specimens [TPLA(+)/RPR(-)/
CMIA(+)]. The test results for these specimens were all nonreactive (data not shown).

CMIA

Negative
(N = 14)
(Syphilis unlikely)

Positive
(N = 48)
(Serodiagnosis)

Fig. 1. Traditional and Reverse algorithms for syphilis diagnosis.
Abbreviations: TPLA, Treponema pallidum latex agglutination; RPR, rapid
plasma regain; CMIA, chemiluminescent microparticle immunoassay.

3.	Comparison of true-reactive TPLA results [TPLA(+)/RPR(-)/
CMIA(+)] and false-reactive TPLA results [TPLA(+)/RPR(-)/
CMIA(-)]
The TPLA values differed between CMIA-reactive and CMIAnonreactive specimens (Table 2, Fig. 2). The median TPLA COI
for CMIA-reactive specimens was higher than that for CMIAnonreactive ones (90.5 vs 12.5 U). Eight (57.2%) of the 14

Table 1. Comparison of the traditional and reverse algorithms						

Reverse algorithms

Traditional algorithms
Positive

Negative

Total

Positive

6

48

54

Negative

-

946

946

Total

6

994

1,000

Agreement (%)
11.1 (6/54)

Kappa value (95% CI)
0.191 (0.060–0.322)

100 (946/946)
95.2 (952/1,000)

Abbreviation: CI, confidence interval.						

Table 2. Characteristics of subjects with discordant syphilis serology [TPLA(+)/RPR(-)] according to CMIA status in the reverse syphilis
screening algorithm			

Variables

TPLA(+)/RPR(-)/CMIA(+) (N = 48)

TPLA(+)/RPR(-)/CMIA(-) (N = 14)

Age (yr)
Median
Range

58
(23-84)

44.0
(21-77)

44 (91.7)
4 (8.3)

10 (83.3)
2 (16.7)

90.5
(12.0-449.0)

12.5
(10.0-45.0)

8.635
(1.12-30.88)

0.135
(0.04-0.69)

4 (8.3)
44 (91.7)

12 (85.7)
2 (14.3)*

Sex
Male, N (%)
Female, N (%)
TPLA (U)
Median
Range
CMIA (S/CO)
Median
Range
FTA-ABS IgG
Negative, N (%)
Positive, N (%)

P values
0.023

0.389
0.000
0.000

0.000

*weakly reactive to FTA-ABS.			
Abbreviations: TPLA, Treponema pallidum latex agglutination; RPR, rapid plasma regain; CMIA, chemiluminescent microparticle immunoassay; S/CO, signalto-cutoff ratio; FTA-ABS, fluorescent treponemal antibody absorption.
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P < 0.001

500

1.00
TPLA cut off: 16U
Sensitivity: 0.98
Specificity: 0.57
0.75

300
Sensitivity

TPLA (units)

400

200

0.50

100
0.25
10
0

RPR(-)/TPLA(+)/CMIA(-)

RPR(-)/TPLA(+)/CMIA(+)

Fig. 2. Comparison of the quantitative results of TPLA between true
reactive TPLA [TPLA(+)/RPR(-)/CMIA(+)] and false reactive TPLA
[TPLA(+)/RPR(-)/CMIA(-)] cases in the reverse algorithm. Dotted
line represents the cutoff index of TPLA test.
Abbreviations: TPLA, Treponema pallidum latex agglutination; RPR, rapid
plasma regain; CMIA, chemiluminescent microparticle immunoassay.

Area under curve = 0.871 (P < 0.001)

0
0

0.25

0.50

0.75

1.00

1-Specificity

Fig. 3. Area under the receiver operator curve of TPLA for syphilis
screening.
Abbreviation: TPLA, Treponema pallidum latex agglutination.

CMIA-nonreactive specimens had TPLA values below 20 U,
with a range of 10–45 U. In contrast, three (6.3%) of the 48
CMIA-reactive specimens had TPLA values below 20 U, with a
range of 12–449 U. Twelve of the 14 false-reactive TPLA results
[TPLA(+)/RPR(-)/CMIA(-)] were confirmed as nonreactive by
using FTA-ABS. The remaining two specimens were weakly reactive with the FTA-ABS test, which could be interpreted as
false non-reactives in the CMIA test.

4. The optimal cutoff index (COI) for syphilis screening by TPLA
The AUROC for syphilis screening was 0.871 (P < 0.001). The
optimal COI for syphilis screening by TPLA was 16 U, which
had a sensitivity of 0.98 (95% CI, 0.94 1.00), specificity of 0.57
(95% CI, 0.31–0.83), NPV of 0.889 (95% CI, 0.684–1.0), and
PPV of 0.887 (95% CI, 0.801–0.972) (Fig. 3).

DISCUSSION
The results of this study indicate that the positivity rate of the reverse syphilis screening algorithm was higher than that of the
traditional syphilis screening algorithm. The proportion of subjects with TPLA-reactive serology in this study (6.8%) was lower
than the positivity rates detected in a Treponema pallidum particle agglutination (TPPA)-based screen (11.4%) involving patients at a Chinese university hospital [7], but higher than the
proportion determined in a chemiluminescent immunoassay
(CIA)-based screen (2%) involving individuals from a large integrated health-care system in the USA [8], as well as that deter-
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mined in an IgG multiplex flow immunoassay (MFI)-based screen
(1.5%) involving individuals who underwent routine syphilis
tests at the Mayo Clinic [9]. These differences in positivity rates
for syphilis reverse screening may be attributable to differences
in the epidemiology of syphilis and false-positive rates between
the CIA and the immunoturbidimetric assay.
Although the false-reactive rate was higher for the reverse sequence algorithm (1.4%) than for the traditional sequence algorithm (0.5%), the former was able to detect 48 subjects with
possible latent syphilis that were not detected by the latter. Discriminating between treated syphilis and latent syphilis requires
knowledge of patient clinical history; however, we were unable
to determine whether these 48 subjects had latent syphilis or
previously treated (and resolved) syphilis because of insufficient
clinical information. The probability of having syphilis might
have been higher for subjects with latent syphilis that was not
detected by RPR screening [e.g. CIA(+)/RPR(-)/TPPA(+)] than
for TPPA(-) subjects, even after excluding those with a known
history of syphilis [8]. Therefore, subjects with possible latent
syphilis should be monitored and provided with options for
syphilis infection evaluation during their health checkups.
A previous study found that enzyme immunoassay (EIA)based screening algorithms were slightly more expensive than
traditional RPR/VDRL-based algorithms, and also showed a
three-fold increase in the number of follow-ups and an escalation in the number of patients receiving overtreatment [10].
That study analyzed a cohort of 200,000 individuals, including
https://doi.org/10.3343/alm.2017.37.6.511
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1,000 current syphilis infections and 10,000 previous infections. The overtreatment cases were due to the relatively low
specificity of the treponemal tests (EIA and TPPA) for previously
infected individuals. In contrast, the high detection sensitivity
obtained by using an antibody specific for T. pallidum is advantageous in situations of low syphilis prevalence, such as in general health checkups. Moreover, the commercial T. pallidum specific immunoassays currently in use exhibit high sensitivity
and specificity [11].
The second treponemal test performed to resolve the discordant results of the syphilis serologic tests (EIA/CIA-reactive,
RPR-nonreactive specimen), is currently recommended by the
US Centers for Disease Control and Prevention [12]. Interestingly, the CMIA-reactive subjects in this study were older than
the CMIA-nonreactive subjects. Twelve of the 14 TPLA-reactive,
RPR-nonreactive, and CMIA-nonreactive specimens were nonreactive by using the FTA-ABS test, indicating that the initial
TPLA results were false reactives. However, the other two specimens were weakly reactive by the FTA-ABS test and had relatively high TPLA COI values (65 U and 71 U), suggesting that
these two CMIA results were false nonreactives. The median
and range of the TPLA COI values for the 12 false-reactive TPLA
cases [TPLA(+)/RPR(-)/CMIA(-)] were lower than those of the
true-reactive TPLA results [TPLA(+)/RPR(-)/CMIA(+)]. Furthermore, the majority (66.7%) of the 12 false-reactive TPLA cases
had a COI value within a range of 10–15 U. These findings were
helpful in ruling out cases of false-reactive TPLA results. In
other words, cases with a COI < 20 U were more likely to have
false reactive initial TPLA test results. Although the manufacturer’s recommended cutoff was 10 U, the optimal COI determined
in this study for syphilis screening by TPLA was 16 U. The COI
value correlating with TPLA positivity needs to be validated separately in each individual laboratory.
This study has some limitations. First, it was difficult to discriminate between previously treated syphilis and latent syphilis
because of insufficient subject information. Second, the study
subjects might not represent the general population of health
examinees because most of them were men.
Notwithstanding these limitations, the current study shows
that the reverse screening algorithm can detect subjects with
possible latent syphilis, who could be provided with the opportunity for further infection evaluation. In addition, it demonstrates that the COI values of initial TPLA tests are helpful for excluding false-reactive TPLA cases. Conclusively, the reverse algorithm by using quantitative turbidimetric assay would be more
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efficient for syphilis screening during general health checkups.
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